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AIR PT Nitrogen Dioxide Proficiency Scheme Results 2019 

Methods: GLM 7 – CARY 60 Spectrophotometer 
   

                 AIR PT  Proficiency Scheme - Nitrogen Dioxide 2019 

Date Round 
Assigned 

value 

Procedure GLM 7 

Measured 
concentration 

z-Score % Bias 

Feb-19 AIR PT 30-1 0.8 0.8 0 0.0% 

Feb-19 AIR PT 30-2 0.8 0.8 0 0.0% 

Feb-19 AIR PT 30-3 2.35 1.98 -2.1 -15.7% 

Feb-19 AIR PT 30-4 2.42 2.39 -0.16 -1.2% 

        

May-19 AIR PT 31-1 1.82 1.65 -1.24 -9.3% 

May-19 AIR PT 31-2 1.82 1.64 -1.31 -9.9% 

May-19 AIR PT 31-3 1.01 0.97 -0.53 -4.0% 

May-19 AIR PT 31-4 0.99 0.89 -1.35 -10.1% 

        

Aug-19 AIR PT 33-1 0.72 0.75 0.56 4.2% 

Aug-19 AIR PT 33-2 0.71 0.71 0 0.0% 

Aug-19 AIR PT 33-3 2.09 2.03 -0.38 -2.9% 

Aug-19 AIR PT 33-4 2.04 2.02 -0.13 -1.0% 

        

Oct-19 AIR PT 34-1 1.57 1.61 0.38 2.5% 

Oct-19 AIR PT 34-2 1.56 1.49 -0.56 -4.5% 

Oct-19 AIR PT 34-3 1.19 1.19 0 0.0% 
Oct-19 AIR PT 34-4 Sample wasted not submitted 

 

         


